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Abstract: This paper surveys the available system architectures for cyber-physical systems.
Several candidate architectures are examined using a series of essential qualities for cyber-physical
systems for healthcare. Next, diagrams detailing the expected functionality of infusion pumps in
two of the architectures are analyzed. The STRIDE Threat Model is then used to decompose each to
determine possible security issues and how they can be addressed. Finally, a comparison of the major
security issues in each architecture is presented to help determine which is most adaptable to meet
the security needs of cyber-physical systems in healthcare.
Keywords: cyber-physical systems; software architecture; security; healthcare; blackboard;
publish-and-subscribe; STRIDE

1. Introduction
Recent advances in embedded systems design, communication protocols, sensor technology,
and mobile computing are enabling the development of a new class of system that integrates cyber
space and our physical environment. While those working in the area of embedded system design
are focused on designing computational models for specific applications, those working on these
cyber-physical systems (CPS) are focused on establishing communications models that can reliably
integrate time and feedback control into the model [1]. These CPS can assist us in monitoring and
modifying the physical world in which we live and enhance our daily lives. Applications in aircraft
and vehicle control systems, factory automation, weather forecasting, and deep sea drilling have
already been identified [2].
One area where CPS could potentially provide a much needed solution is in healthcare.
In the United States, there were 35 million inpatient hospital stays in the United States in 2013 [3].
In addition, the number of people over age 65 is expected to hit 72 million by 2030, up from 43 million in
2012. Many of these people will need housing in assisted living facilities and require a great number of
supports [4]. In addition, the World Health Organization estimates that there are as many as 300 million
people living with a disability classified as significant or higher [5]. People with significant disabilities
often require assistance from caregivers or family members to perform daily tasks. These numbers
show that a shift towards the creation of integrated, facility-wide health management systems is
needed. CPS have the potential to enable health monitoring systems that can transition us to a
more proactive and cost-effective form of healthcare that limits the need for additional man hours
for support.
Although a handful of prototype systems have been developed in cooperation with healthcare
providers, a facility-wide integrated CPS has yet to be created. One primary reason for this is the
complexity of the system structure in healthcare environments [6]. Creating architectural models for
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CPS can be quite challenging and meeting security needs of healthcare facilities is especially critical for
such systems [6].
2. Related Works
2.1. Architectures for CPS in Healthcare
CPS are frequently mentioned as evolving out of the fields of embedded and real-time systems
design [7]. As a result, there is a natural tendency to look at the success embedded systems have had
in utilizing variations of the process control architecture as a reason that they may be adaptable as a
solution for CPS in healthcare. The process control architecture has been used in many domains that
are now looking to cyber-physical systems design to integrate a larger and more complex set of sensors.
Two examples of this are control systems for automobiles and environmental management systems.
The CodeBlue software framework was developed by Harvard University and utilized a
publish-and-subscribe routing framework in a network of wireless nodes. This framework was utilized
because it fit naturally with the needs of medical applications. CodeBlue utilizes a discovery protocol
so both medical devices and hand held end-user devices could determine which sensors were currently
deployed in the environment. A query interface was also employed that enabled employees to request
data from specific devices and to set a filter that would only transmit to an employee if the data
exceeded some threshold [8]. A similar architecture was proposed by Tan et al. [7] as its similarity to
how humans interact with their environment was seen as a desirable quality in CPS.
Layered architectures of several different styles were proposed. MobiHealth utilized sensor
devices attached to a patient and are connected via Bluetooth to a type of handheld portable device
referred to as the Mobile Base Unit (MBU). This MBU can process sensor results and relay them to a
surrogate host over a cellular network. E-health applications work with the surrogate host to query any
information needed rather than communicating directly with the MBU of each patient [9]. A similar
approach was utilized in AlarmNet [10].
Sasi and Min [11] proposed a layered framework of services for capturing sensor data in healthcare
called the Bigdata framework. This framework was made up of the component layer, the process
layer, and the application layer. The component layer provides messaging and distribution services
to the system level components and is responsible for routing data. The process layer filters sensor
data streams to remove unwanted information, group data, and provide data processing based on
a defined set of rules, lastly data is combined based on semantic knowledge. The application layer
is charged with providing analytics services and event visualization. Lu and Fu proposed a similar
architecture [12]. However, the base layer of their architecture was not simply a set of sensors, but rather
ambient-intelligence compliant objects.
A blackboard architecture initially proposed by Winograd for tracking employee locations [13] was
adapted by Wu et al. for use in a system called SensCare [14]. SensCare is a system for monitoring the
activities of elderly people, using a heterogeneous collection of sensors, for the purpose of producing a
semi-automatic lifelog. In this system, sensors contributed raw readings to a blackboard data system.
An event controller is responsible for routing messages, as appropriate, to applications subscribed
to the message. Additionally, a data preprocessor utilizes activity recognition algorithms to segment
contributed data and user’s annotations into a series of indexed activities.
2.2. Architectural Qualities for Healthcare CPS
As can be seen from the many different architectural styles used above, no architectural standards
yet exist for the creation of CPS. However, attempting to implement any system without first
demonstrating the validity of the architecture may lead to project problems and completion delays.
In healthcare specific CPS, there are additional concerns that without a proper analysis of the
architecture, a system may expose sensitive data about patients and staff or may fail to prevent
patient harm.
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However, creating architectural models for CPS can be quite challenging [6]. Wide variability in
both the uses of CPS as well as the nature of the implementation environment makes it difficult to find
a general architecture that will work across all cases. One place that can be used as a starting point is
to determine a set of qualities inherent to all healthcare-based CPS. Candidate architectures can then
be rated against these qualities to determine their potential for implementation [15,16].
One architectural quality that can be a key to the success of a CPS’s design is its ability to cope
with uncertainty [6]. CPS must be designed to be able to evolve and operate in unreliable environments.
Uncertainty in CPS may be a result of deployment in a new and somewhat unknown environment,
conflicting readings from a collection of sensors, or malfunctioning or missing network nodes.
One of the most unique challenges of some CPS systems only occurs in the system integration
phase. The full nature of the heterogeneity of components and interactions inside a CPS system is
not known until a designed system is fitted to the environment in which it will be installed. This is
especially true in healthcare environments, as a designed system may be intended to be deployed in
many different facilities.
It has been demonstrated that variability in the nature of the environment and quantities of
device types that will need to be deployed drives the need for modeling and analyzing interactions
among physical and computational and networking domains [17]. Work on the development of an
analytics system for assisting with the long-term care of adults with special needs has demonstrated
that powerful activity analysis algorithms are needed to infer useful activities from a limited set of
sensor data. These activity analysis algorithms are highly dependent on not only the type of sensors
used, but also the context in which they are used [18].
The scalability of a CPS’s architecture is also a key to the success of the system [6].
The heterogeneous nature of the system requires flexibility in design that may need to cover physical
domains including motion control, chemical and biological processes, as well as human involvement.
The cyber domain will likely combine multiple types of networking infrastructure, development tools,
and systems infrastructure. The ability to scale each of these components as necessary as the entirety
of the system grows is crucial to its usability.
Adaptability of the system architecture is also important. Medical devices and systems will
need to be dynamically reconfigured and distributed as needed so they can interact with the facilities’
patients and staff when needed. Often, healthcare devices must be assembled into entirely new
configurations to match specific patient or procedural needs [19]. The architecture and supporting
systems of the CPS must be able to cope with high amounts of reconfiguration without undue burden
on either clinicians or systems administrators.
The reactivity of the system can also be seen as an important quality in CPS for healthcare.
The ability of the architecture to support rapid changing of system goals can enable operations with
an immediate deadline to be processed first [7]. It is also important that a CPS for healthcare support
the ability to shift goals and priorities as patients come and go or simply as their course of treatment
changes. A system that is unable to readily shift these duties may become overly saturated with
irrelevant data, or expose additional opportunities to attackers.
Although various CPS systems may each have an additional list of essential architectural qualities
one that is integral in healthcare is security. It is crucial to patients of a facility that their data be free
from compromise both by active and passive exploits. Not only must patient data not be disclosed,
but it must not be able to be modified. It is also critical that any sort of disruption that may take place
in the transmission of information throughout the CPS not lead to patient harm. This is important
not only for patient safety and privacy, but also to the long term viability of facilities that deploy CPS.
One study has found that 54% of patients were at least moderately likely to switch health providers
after a security breach [20].
Additionally, security in a CPS isn’t limited in scope to restricting access to traditional patient heath
records. Each new type of data gathered for the purpose of ensuring patient well-being has the potential
to introduce additional security issues. For example, one study working with adults with special needs
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identified that in order to properly track patient activities, the collection and categorization of camera
data, in addition to information from other sensors, was required [18]. The storage of these images
and the resulting analysis each introduce new potential targets for attackers and the implementation
of an architecture with in-built protections for evolving data types is critical.
As security is not a primary quality in any of these architectural styles an initial examination of
the major styles will be performed. From this, the highest rated styles will each be adapted with an
appropriate secure architectural pattern for a more thorough security examination.
3. Case Study
In order to properly explore the security issues of various candidate architectures a sample
application from the problem domain is needed. The usage of smart infusion pumps was chosen for
this purpose. Studies were readily available that had reviewed current pump technologies, what sort
of issues staff had interacting with them, and recommendations for future improvements including
desires for highly interconnected devices similar to those in a CPS.
A review of recent studies showed that smart pump technology is, in many ways, still evolving.
Recent hardware revisions have augmented devices to include medication libraries that, in addition
to drug names, include both soft and hard dosage limits. [21]. Drug libraries are typically custom
loaded for the area of a hospital in which the device is being used. The soft and hard dosage limits are
programmed by each individual facility rather than the device manufacturer [22].
However, work to provide an optimal method to deliver drug information is not complete.
Studies have mentioned that while these drug libraries do help catch many potential problems,
there are still sources of errors that have not been fully addressed [23]. These included clinicians
overriding soft and hard limits [21] and facilities setting soft warning levels too strictly or incorrectly.
In some cases this led to “alert fatigue” on the part of the nurses [24]. Drug libraries were also found
to be of little use when dispensing experimental drugs or in uncommon methods for rare diseases [21].
An additional augmentation in newer pumps is the inclusion of a barcode scanner. Barcode scanning is
being used to cross check prescriptions [21], but additional uses of the technology such as augmenting
clinician authentication have not been addressed as of yet.
In addition to these newer smart features, many types of pumps have a set of safety features
that should be accounted for in any CPS enabled system. These include audible/visible alarms when
errors are detected, ports enabling connection to the nurse call relay system, and a lockable interface
(with the exception of the stop button) with a single PIN code to unlock [22]. Lastly, it was found that
some common practices recommended by the Food and Drug Administration, such as independent
verification of high-risk drug dispensation, were not codified in existing pump technology [24].
4. Application
4.1. Architectural Quality Analysis
In order to determine which of the candidate architectures are an appropriate fit for the design
of CPS for healthcare a comparison of essential architectural qualities was conducted. This analysis
focused on four primary architectural styles. First among these was a process control variant called
control loop. This architecture was chosen for its history of use in closely related systems such
as environmental monitoring and vehicle control systems. In addition the layered architecture,
publish-and-subscribe, and blackboard were all chosen due to their use in previously proposed
or prototype implementations of healthcare related CPS [7,9–14]. The essential architectural qualities
and a description of each in terms of CPS are detailed below:

•
•

Heterogeneity—Diversity of devices, especially in a healthcare environment, is a key way in which
many facilities overcome problems with any one manufacturer’s design flaws.
Reactivity—CPS are often deployed, both to monitor a situation as well as to react when one
or more conditions change to help maintain some state or work towards a goal. For example,
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physicians and implement their instructions.
physicians and implement their instructions.
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locations
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4.1.1. Control Loop Architecture
4.1.1. Control Loop Architecture
A CPS implemented using the Control Loop Architecture would be implemented with a set
A CPS implemented using the Control Loop Architecture would be implemented with a set of
of sensors that receive feedback/environmental data from the healthcare facility. Data would be
sensors that receive feedback/environmental data from the healthcare facility. Data would be fed to a
fed to a control mechanism to determine how far readings deviated from their expected values.
control mechanism to determine how far readings deviated from their expected values. Corrections
Corrections could then be fed to appropriate actuators to make adjustments to the physical environment
could then be fed to appropriate actuators to make adjustments to the physical environment before
before additional sensor readings took place. Figure 1 details a typical implementation of the Control
additional sensor readings took place. Figure 1 details a typical implementation of the Control Loop
Loop
Architecture
for Embedded
Systems.
Architecture
for Embedded
Systems.

Figure1.1.Control
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LoopArchitecture
Architecture for
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Systems(adopted
(adoptedfrom
from[7]).
[7]).

However, the control loop architecture provides little or no guidance in how to break down
However, the control loop architecture provides little or no guidance in how to break down
complex tasks among a diverse set of sensors and actuators and appears better suited for simple
complex tasks among a diverse set of sensors and actuators and appears better suited for simple tasks
tasks that require no reorganization or refinement of how devices will solve new problems. It also
that require no reorganization or refinement of how devices will solve new problems. It also provides
provides no guidance as to how to change the monitoring domain. A single control component is
no guidance as to how to change the monitoring domain. A single control component is specified
specified and, while it may be possible to treat this as a swappable element as goals are adjusted,
and,
while it may be possible to treat this as a swappable element as goals are adjusted, little guidance
little guidance exists to specify how sense/act nodes would adapt to this type change. Uncertainty is
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be used to gradually move the system to a safe state in spite of missing data. Unfortunately incremental
can be used to gradually move the system to a safe state in spite of missing data. Unfortunately
corrections are not ideal in all situations.
incremental corrections are not ideal in all situations.
4.1.2. Layered Architecture
4.1.2. Layered Architecture
The layered architecture is described taking place at two different levels in the literature. The first
The layered architecture is described taking place at two different levels in the literature. The
of these begins with the physical layer and moves up to sensors, sink nodes that collect that group
first of these begins with the physical layer and moves up to sensors, sink nodes that collect that
related sensor readings, and control nodes that collect and group events from sink nodes. The second
group related sensor readings, and control nodes that collect and group events from sink nodes. The
description takes a higher level view typically describing most of the sensor infrastructure as a single
second description takes a higher level view typically describing most of the sensor infrastructure as
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Figure 2. Layered Event Model for CPS (adopted from [26]).
Figure 2. Layered Event Model for CPS (adopted from [26]).
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Reactivity is one of the chief criticisms of layered approaches where timeliness may be a concern.
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Redundant nodes at a lower level may report data, which can then be jointly analyzed to improve
in a layered architecture does offer a mechanism to build robustness into the architecture. Redundant
confidence levels in detected readings. These redundancies may be then be removed from the
nodes at a lower level may report data, which can then be jointly analyzed to improve confidence
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levels in detected readings. These redundancies may be then be removed from the transmission stream
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onarchitecture
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additional
data where
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may be combined.
4.1.3. Publish-and-Subscribe Architecture
4.1.3. Publish-and-Subscribe Architecture
In a publish-and-subscribe architecture, each sensor and actuator device within the network
In a publish-and-subscribe
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each
sensor
actuator
device
the network
would function
as an independent node.
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require
noand
prior
knowledge
of within
each other
additional
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prior
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other
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patient,
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be
added
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the
network
Each node would then advertise and publish information as appropriate. Each sensing and actuating
as needed. Each node would then advertise and publish information as appropriate. Each sensing
node would also be responsible for subscribing to information streams as appropriate. Figure 3 details
and actuating node would also be responsible for subscribing to information streams as appropriate.
one proposed implementation of the Publish-and-Subscribe Architecture for CPS.
Figure 3 details one proposed implementation of the Publish-and-Subscribe Architecture for CPS.
This in-built ability of publish-and-subscribe nodes to adapt to the addition of additional node to
This in-built ability of publish-and-subscribe nodes to adapt to the addition of additional node
the network provides an excellent opportunity to integrate robustness into the architecture. A node may
to the network provides an excellent opportunity to integrate robustness into the architecture. A
subscribe
to all data streams for a particular subject and then combine the readings through the use of
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Figure 3. Publish-and-Subscribe Architecture for CPS (adopted from [7]).
Figure 3. Publish-and-Subscribe Architecture for CPS (adopted from [7]).
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4.1.4. Blackboard Architecture

4.1.4. Blackboard Architecture
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4.1.5. Qualitative Analysis of Candidate Architectures

4.1.5. Qualitative Analysis of Candidate Architectures

Using the qualities defined above, each candidate architecture was ranked on a three point
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support within
the architecture
for the
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A ranking of + means there is sufficient support within the architecture for the listed quality. A ranking
minimal support for a quality within the architecture. The results of this analysis are listed in Table 1.
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of + − indicates that there is some support for the quality. Lastly, a ranking of − indicates minimal
support for a quality within the architecture. The results of this analysis are listed in Table 1.
Table 1. CPS Architectural Quality Comparison.
Control Loop

Layered

Publish and Subscribe

Blackboard

−
+−
−
+−
−
+−

+
−
−
+
+
+

+
+
+
+−
+−
+−

+
+
+
+
+
+

Heterogeneity
Reactivity
Adaptability
Scalability
Uncertainty
Robustness

4.2. Expected Functionality of CPS-Enabled Pumps
The collection of current and future functionality desired of CPS-enabled pumps was collected
and codified as required features of current pumps, desired functionality implementable due to the
inclusion of CPS, and desired functionality that was not implementable.
Expressed functionality that was determined to be implementable using a CPS included
independent verification of pump settings, tracking patient conditions and physician orders,
additional error notifications sent directly to clinicians, addressing incorrect or missing drug labels
and addressing the limitations of current drug libraries.
An analysis of these functionality requests was conducted, which led to the merging of some
existing functionality with new CPS features. Out of this process a short list of expected features was
developed that each required the CPS for functionality. These include:

•
•
•
•
•
•
•

Clinician authentication
Delivery of a new medication
Medication dosage is outside of soft/hard limit
Logging of device activity
Alarm/shutdown for detected device error
Dispensation of a high risk medication
Dispensation requires vital signs data gathered by another medical device.

4.3. Adapting Architectures with Secure Patterns
As mentioned, the initial architectural analysis of candidate architectures showed that
publish-and-subscribe and blackboard architectures were likely to be the two most suited for adapting
for use in a healthcare CPS. However, many security issues still existed within both architectures.
To combat these issues both were adapted with an appropriate security pattern. These patterns were
then modified as needed to work in a CPS for healthcare.
4.3.1. The EventGuard Pattern
The publish-and-subscribe architecture is built around a series of independent nodes that require
no previous knowledge of each other or their capabilities. If a node is capable of producing some
type of information, it may announce this capability to other nodes in the network. Any node that is
interested in this type of data may then send a subscribe request to the announcing node. When the
node then has data that matches the announced data type it publishes it just to those nodes that
have subscribed.
One major security problem with this generic architecture is the level of trust each node must place
in both its subscribers and in fellow publishers to which it is subscribed. In a healthcare environment,
a rogue node could claim to have knowledge of patient information and produce only invalid readings.
Likewise, a rogue subscriber to some type of patient information could be divulging this information
to third parties.
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In order overcome this difficulty, the EventGuard pattern prescribes the addition of a
component called the meta-service [27]. The meta-service is able to authenticate all publishers and
subscribers within a network. It is charged with validating announcements as well as subscriptions,
unsubscriptions, and unannouncements. A node interested in publishing some type of data must
request permission to announce the data type from the meta-service. An approved announcement
request is signed by the meta-service and returned to the requestor for broadcasting to the network.
The meta-service’s signature can be verified by all nodes. This allows interested subscribers to know
not only that the identity of the announcing node has been verified, but that it is allowed to publish the
specific type of information in the announcements. Subscriptions and other messages are handled the
same way. The meta-service is described as replicated throughout a network as needed so a localized
service is always available for nodes to communicate with.
Publications in the EventGuard pattern are signed by the node producing them and encrypted
using a key provided by the meta-service. This key is only known to the publisher of the information
and any interested and approved subscribers. By allowing nodes to self-sign publications using an
approved encryption key, the load on the meta-service is kept to a minimum while still ensuring the
meta-services approval of the transmission.
Publication topics within the EventGuard pattern are also encrypted using a one-way encryption
mechanism. This mechanism is known to each node within the network and allows a publisher and a
subscriber that both know their information stream of interest to encrypt the topic and produce the
same result. However, when the token produced by the encryption mechanism is transmitted across
the network no eavesdropping attacker can tell what is being referred to.
Lastly, the EventGuard pattern provides additional safeguards that limit DDOS attack propagation
in a mesh network. If a DDOS attack prevented delivery of needed information it could lead to patient
injury or death. EventGuard’s guarantee of sender authenticity is combined with duplicate message
detection to limit the propagation of messages sent by a malicious node from travelling beyond its
neighbor nodes in most cases.
Some additional changes have been made to the EventGuard pattern to adapt it for use in CPS.
The meta-service has been augmented with a role based access control mechanism (RBAC) that ensures
that both advertisements and subscriptions are allowed by a healthcare device’s role. This mechanism
is utilized by the meta-service to determine which types of advertisements and subscriptions should
be permitted by an authorized node. The inclusion of this RBAC mechanism will greatly reduce the
potential for disclosure of patient data due to rogue subscriptions and publications.
To increase security of the healthcare CPS the replication operation between meta-services will be
performed manually by systems administrators. Our system will consist of one meta-service that is
local to the healthcare device network and a second one that is local to nodes that have access to the
logging database and existing data systems such as employee, patient, device, and drug databases.
The publish-and-subscribe architecture will likely be deployed in the healthcare facility with
several network segments. The first of these, referred to as the device segment, will be a private
network within the facility. All CPS devices that interact with patients or employees will exist on this
segment either via a wired or wireless connection, with wired being preferred. While this is a private
network, it will be physically accessible by the general public. Network ports in patient rooms and
wireless access points will be accessible to anyone with general access to the facility and will be secured
as such. The trusted meta-service component that healthcare devices will communicate with will be
segmented from this network by a firewall that only allows incoming connections to limit damage by
potential attackers.
Data nodes, or nodes that are able to access information within one of the facilities existing data
systems, will also be segmented from the device network by a firewall. Medical device nodes will be
allowed to make connections to data nodes and vice versa. The meta-service that data nodes connect
to will be separate from the one device nodes connect to. This will help limit the potential for damage
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from an attacker in that if the RBAC rule set is corrupted on one meta-service, the other will continue
function as expected.
Lastly, a network segment will separate data nodes from the database servers that they must
Computers 2016, 5, 27
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an unknown device to be connected to this network segment and attempt to make changes to the
blackboard knowledge structure. It is also possible that, since the network segment is physically
accessible, an approved device may be tampered with by an attacker. As a result, device knowledge
sources will be required to connect through the control component as described in the secure
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Device knowledge sources will exist within a private network that is physically accessible
to the general public much like in the publish-and-subscribe architecture. As a result, it may be
possible for an unknown device to be connected to this network segment and attempt to make
changes to the blackboard knowledge structure. It is also possible that, since the network segment is
physically accessible, an approved device may be tampered with by an attacker. As a result, device
knowledge sources will be required to connect through the control component as described in the
secureComputers
blackboard
pattern. As data knowledge sources will not be exposed to nearly as many
types
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threat modeling process originally developed by Microsoft was utilized. This process was chosen
a threat modeling process originally developed by Microsoft was utilized. This process was chosen both
both for its structured approach and because it was specifically developed to analyze the
architecture of an application [29]. Phases of Microsoft’s threat modeling process include defining
the boundaries of the system through the documentation of its external dependencies and
identification of the assets of the system that must be protected. An architectural overview based on
the expected system functionality including simple diagrams detailing trust boundaries and data
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for its structured approach and because it was specifically developed to analyze the architecture of an
application [29]. Phases of Microsoft’s threat modeling process include defining the boundaries of the
system through the documentation of its external dependencies and identification of the assets of the
system that must be protected. An architectural overview based on the expected system functionality
including simple diagrams detailing trust boundaries and data flow also must be performed. Lastly,
the application must be decomposed to identify attack points, privileged code elements and assets of
the system.
Once the system decomposition is complete threats to the system can be identified, documented,
and rated. Threat identification, categorization and documentation are performed using Microsoft’s
STRIDE threat analysis process. STRIDE is a goal-based approach to threat identification that utilizes
the previously developed list of system assets to determine possible goals of an attacker and how
they may possibly accomplished utilizing the possible attack points. Any identified attacks are
then categorized as belonging to one of the six threat categories: spoofing, tampering, repudiation,
information disclosure, denial of service, or elevation of privilege.
After completing the threat classification, a ranking of each threat is performed in order to
distinguish threats that pose a significant risk from those that have little effect and low risk of
exploitation. Risk analysis in our model was performed using a modified version of Microsoft’s
DREAD threat risk-ranking system. DREAD calculates risk using a number of factors including
damage potential, reproducibility, exploitability, affected users, and discoverability. These individual
rankings are then averaged to determine an overall score for the threat. DREAD was chosen as it is one
of the most thorough mechanisms for evaluating threat risk. To improve the consistency of rankings
within the DREAD model a rubric was created for each DREAD element. This rubric was used to
determine each of the component scores for each threat.
This threat modeling process was conducted for each of our candidate architectures and
determined the quantity, type, and severity of threats to each. These results then formed a basis
on which the most suitable architecture could be chosen. The sections that follow will provide
additional details about the threat modeling of the architectures and key realizations that were found
when selecting the most suitable architecture.
4.4.1. Flow Diagrams
An example from each candidate architecture is presented here to show how analysis of CPS
activity through the use of flow diagrams brought up some interesting points of discussion. A few of
these discussion points are further detailed during the STRIDE threat analysis. Figure 7 details the first
flow diagram, dispensation of a medication that requires vital signs data gathered by another medical
device in the publish-and-subscribe architecture.
This flow diagram begins with the smart pump requesting authorization of the delivery of a
new medication (detailed in another diagram). As part of the authorization decision, the device is
informed that it is required to monitor the patient oxygen saturation levels to ensure that the dosage
rate is not harming the patient. This information is sent on to the listener daemon that then listens for
advertisements of oxygen saturation data about the currently assigned patient.
Next, the pulse oximeter connects to the network and requests information about which patient
it is monitoring and receives a reply (detailed in another diagram). After completion of this start up
process, the pulse oximeter requests a signed advertisement from the meta-service. The meta-service
verifies the device’s identity and then verifies that the device’s role allows it to publish oxygen
saturation readings. A signed advertisement is then sent back to the pulse oximeter to broadcast to
all devices.
The signed advertisement is received by two nodes that recognize the encrypted advertisement
token. One device is the smart pump and the other is the data node charged with logging information.
Each node requests a signed subscription from its local meta-service which, in turn, verifies the identity
of the nodes and then checks that the RBAC permits each node to subscribe to this type of data.
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Lastly, and most severely, a problem exists in the RBAC and Publish-and-subscribe mechanisms
for this architecture. When the smart pump is listening for oxygen saturation readings it should
only be able to request readings based on the patient it is currently providing services to. Likewise,
the pulse oximeter should only be able to advertise readings about the patient it is currently connected
to. However, no mechanism exists to verify that this is the case.
There are possible solutions to this problem. First, the RBAC mechanism could be expanded to be
able to verify patient and other types of information before signing an advertisement or subscription
request. This would limit a device to only creating signing requests for a patient they are currently
monitoring. It is, however, a difficult adjustment to make as the meta-service is now required to
be able to verify, at a minimum, which devices are assigned to which patients. Either giving the
meta-service the ability to act as a node in the network and publish verification requests or adding
a direct connection from the meta-service to query the appropriate database server would help to
overcome this portion of the problem. However, it does nothing to stop a device from advertising
readings for a patient it was at one time assigned to as the meta-service has no advertisement or
subscription revocation mechanism.
A second solution might be to allow the smart pump to verify for itself that the pulse oximeter is
indeed currently assigned to the patient that it is advertising readings about. However, this opens up
an additional security problem. When examining this solution from a different perspective, it can be
seen that this would probably require that each device have permission to verify which patient every
other device in the network is assigned to. This could become an exploitable mechanism for wide scale
information disclosure.
To contrast this analysis of the Publish-and-Subscribe Architecture, a diagram was chosen of the
dispensation of a high risk medication in the Blackboard Architecture. This flow diagram, detailed in
Figure 8, begins with validation of the device to the controller. Communications from the devices to the
controller maintain a persistent connection in the Blackboard Architecture. This allows the controller
to relay information to each device as needed without having a listening port open on each device.
When the device is first powered up and communications are established, the device connects to the
controller to verify its identity and establish its encrypted data stream.
Once the first clinician is ready to dispense the high-risk medication they proceed through the
user authentication process that begins with them scanning their staff id card and entering their
individual user passcode into the pump. The clinician then uses the barcode scanner to scan the new
medication. This process provides the pump with two pieces of information. The first is the identity of
the patient that the drug is assigned to and the second is the type of drug and its prescribed dosage.
The communications management component then relays to the controller that it has knowledge of a
medication scanning event and includes the scanned patient id and the medication information.
Once the controller receives this update from the device knowledge source, the reference monitor
verifies that this device is allowed to contribute knowledge of new medications using RBAC. If this is
found to be a valid role of the device, the controller commits the information to the blackboard database.
The blackboard monitor, charged with monitoring updates to the database, sees the addition
and, utilizing its ruleset, makes the decision to activate the medical device knowledge source and
inform it of the new fact. The medical device knowledge source specifically needs information from
the record on the contributing device and the patient recorded from the scanned barcode. At this time,
the blackboard monitor also utilizes its ruleset to decide to activate the medication knowledge source.
The medication knowledge source is sent the patient ID, medication name, and the prescribed dosage
rate. Upon receiving the patient and device information from the blackboard monitor, the medical
device knowledge source issues a query to the medical device database to verify that this device is
currently assigned to the patient. The knowledge source then contributes this verification information
to the blackboard database.
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However, the architecture does provide a guarantee of a single component existing that can both listen
to the request and provide an activation notification when the medication validation fact is resolved,
whether that be by another knowledge source or through some sort of ruleset that combines existing
facts and algorithms to come to a conclusion.
Contrasting this with the publish-and-subscribe architecture, a single node can advertise
information and wish to subscribe to publication streams, but there is no guarantee that another
node will even subscribe or publish as needed. This can make development of a comprehensive
implementation more difficult as a higher level of coordination is required between all device
manufacturers as well as the supplier of the meta-service software.
Unlike in the publish-and-subscribe architecture, there are only a few systems that must be
listening for network communications. In this flow diagram the controller, the blackboard manager and
the three database servers are all that must have a component that listens for network communications.
Knowledge sources all establish persistent outgoing connections to the hosts they communicate with
to limit the network profile of the architecture. Additionally, only the controller listens for connections
from the healthcare device network segment.
This limited attack profile has its advantages and disadvantages. First it is easier for network
administrators to monitor. However, at the same time it gives attackers a single target at which
to attempt DDOS attacks. A successful attack of this type may interrupt communications for the
entire CPS.
This flow diagram also shows how the RBAC system works much better within the blackboard
architecture. As there are no communications allowed directly from one knowledge source to another,
there is no need for them to trust one another. They only need to trust the identity of the controller.
The information initially contributed by the smart pump contained the scanned information from
the medication, which was stored in the blackboard database. This information was then verified by
information directly from the hospital’s databases. Any device that needed to rely on this information
would know that it had been verified by administrative systems rather than self-reported information
from the device.
4.4.2. STRIDE Threat Model
After decomposing the flow diagrams into a collection of external dependencies, entry points and
assets an analysis of the system using the STRIDE threat model was performed. Each attack that is
identified from the decomposition is placed into one of the six STRIDE categories based on what type
of attack it is and what control mechanisms the architecture has in place to prevent each of them [30].
These categories include:

•
•
•

•
•
•

Spoofing—An attacker utilizes illegally accessed credentials of some valid user to attack a system.
Tampering—Malicious modification of data within a system. This may happen in transport, or it
may involve stored data.
Repudiation—An attack on the system that involves executing some action and then being
able to deny being the source of the attack. This includes exploits that are able to be
executed anonymously.
Information disclosure—An especially dangerous type of attack in medical systems. It involves
allowing an individual the ability to read sensitive information without permission.
Denial of service—An attacker is able to make critical components of the architecture unavailable
to valid users for some amount of time.
Elevation of privilege—Utilizing a valid user account an attacker is able to attain administrative
credentials or any similar exploit (An anonymous user attaining permissions of a regular user
for example).

The grouping and descriptive information provided by the STRIDE model assist in making
sure a thorough evaluation of the system has been conducted. However, it does not provide any
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evaluation as to the significance of each attack. As a result, once the list of threats has been compiled,
a separate analysis of what level of harm each threat poses to staff, patients, or the facility itself must
be conducted.
As this analysis is focused on the architectural level, we have chosen to use a modified version of
the DREAD threat-risk ranking model. The DREAD model ranks each threat in five different areas and
then produces an overall ranking based on the scores. The original DREAD model’s 10 point scale has
been replaced with a four level ranking system and, prior to conducting rankings, a set of criteria were
established that had to be met for a level to be chosen. The DREAD analysis is based on determining
answers to the following questions for each attack:

•
•
•
•
•

Damage: How much damage would result?
Reproducibility: How difficult is the execution?
Exploitability: What is needed to execute the attack?
Affected users: How many people would likely be affected?
Discoverability: How hard is it to find the vulnerability?

A small sample of the STRIDE analysis breakdown and the DREAD risk ranking for one issue
discussed in the analysis of the flow diagrams for the publish-and-subscribe architecture can be seen
in Table 2. A similar breakdown for the blackboard architecture can be seen in Table 3. In both tables,
column one contains the basic attack information, assets that may be targeted by the attack, and a
rough sketch of the technique to be used by the attacker. This information is used in the development
of the description of the countermeasures in place to defend against the attack and reasoning about
the possible effects of a successful execution of the attack. These items appear in column two. The last
column details the DREAD risk ranking for the attack.
Table 2. STRIDE risk analysis and DREAD risk ranking for the publish-and-subscribe architecture.
STRIDE Threat List
Attack

Control/Reasoning

DREAD Ranking

Spoofing
Compromising a device and obtaining the
list of keys and signatures for its authorized
advertisements is not easy and most likely
would require disassembly of the device.
However, flaws in the listener daemon
could be utilized as part of an attack well.
An attacker compromises
a device and utilizes
previously authorized
advertisements to
publish information
about patients the device
is no longer assigned to.
This may be a threat to
patient data validity, but
may also cause patient
harm if spoofed data is
relied upon by another
medical device.

There is no mechanism to revoke approved
publication rights either from the
meta-service level, or by a more
knowledgeable node. For example, the
node that can communicate directly with
the device assignment database likely will
have the most up to date information on
which patients a node should publish
information about, yet has no ability to
revoke a device’s approved publication
signing rights about any patient it’s ever
been approved to provide information for.
Most likely it would be up to individual
device manufacturers to issue unadvertise
requests for previous patients when a
medication for a new patient is scanned
and approved. This can be a dangerous and
unreliable way to implement protections.

Damage:
Reproducibility:
Exploitability:
Affected Users:
Discoverability:
Overall:

Critical
Important
Important
Important
Critical
Important
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Table 3. STRIDE risk analysis and DREAD risk ranking for the blackboard architecture.
STRIDE Threat List
Attack

Control/Reasoning

DREAD Ranking

Denial of Service
An attacker may attempt to deny
service to health devices using a
distributed denial of services attack.
A successful attack could interrupt
communications between devices
and the blackboard database for an
extended period. No permanent
damage to data is likely, but any
device that cannot function
independently of CPS
communication may fail and lead to
patient injury.

This likely will be difficult to execute
as both the physical and wireless
public networks are closed systems
without internet access.
The likelihood of an attacker being
able to introduce enough devices to
the network to deny connections is
unlikely. Techniques such disabling
unused network ports, and limiting
both the number of devices and which
MAC addresses can be added to
switching tables for networking
equipment can help to limit this.
Wireless network access can be
restricted using a password-based
encryption mechanism as well. Some
networking equipment can not only
restrict this access, but can generate a
security violation if a device
count/disallowed MAC is connected
which can be used to alert
network administrators.

Damage:
Reproducibility:
Exploitability:
Affected Users:
Discoverability:
Overall:

Medium
Important
Medium
Critical
Critical
Important

5. Conclusions
In order to make a determination of which architecture was the most appropriate from a security
perspective candidate architectures were judged primarily on the number of security issues that had a
DREAD ranking of important or higher.
5.1. Publish-and-Subscribe Architecture
Important issues in the publish-and-subscribe architecture revolved around several core problems.
First among these was the inability of the architecture to verify device to patient, device to clinician
or device to medication associations in any meaningful way. The meta-service component of the
architecture has the ability to verify whether or not a particular device is able to request permission to
advertise or subscribe to a particular type of data. For example, in Figure 3 the meta-service verifies
that the smart pump is authorized to request blood oxygen saturation (SpO2 ) readings. However,
the meta-service has no mechanism for verifying which patient the device is currently monitoring.
The end result of this is that the smart pump is allowed to request SpO2 readings on whichever patient
it submits the request for. If publishers and subscribers can always be trusted this is not an issue, but as
they reside on a network segment that is physically accessible by the public this is not the case.
A change could be made to the architecture to enable the meta-service to verify device to patient
assignments before permitting a subscription request, but that changes the nature of the architecture
enough that it may not be worth pursuing publish-and-subscribe anymore. Something like the client
server architecture or even a layered architecture may become more appropriate.
The second core security issue revealed with the publish-and-subscribe architecture is that there
are no publication or subscription revocation mechanisms accessible to the meta-service or other
outside trusted entities. If a smart pump device node wishes to publish information about its drug
dispensations, possibly for inclusion in the site wide event log, it must seek permission from the
meta-service. Once the meta-service authorizes the advertisement, the device node is free to publish
about the topic until it chooses to broadcast an unadvertisement. Subscribers to this publication are free
to come and go as long as they have received permission from the meta-service. However, if a change
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is made to the device assignment data system that indicates the smart pump is no longer assigned to a
patient, or it is now assigned to a different patient, the pump is still free to publish information about
the previous patient. This is even true if the device requests advertisement permissions for a newly
assigned patient.
Issues were also found with the architecture in allowing physician’s to confirm soft-limit dosage
overrides from mobile handheld devices. The distributed nature of the publish-and-subscribe
architecture make it difficult to create a secure entry point in the network so devices connecting
from the internet can access the meta-service and publish directly to/subscribe from device and
data nodes.
To address this issue, an additional component was added to the architecture to handle all
communications between devices connecting over the internet and the healthcare device network.
This gateway device, referred to the mobile client manager, would exist in a DMZ between the internet
and the device network. Communications between mobile devices and the mobile client manager
would be encrypted using TLS, so eavesdropping on communications would be difficult.
The problem that arises is that the key-exchange based authentication mechanism that normally
occurs between the meta-service and nodes would now be occurring between the meta-service and the
mobile client manager. A physician’s authentication attempt would be sent from the mobile device to
the mobile client manager, which would then publish the request and receive verification back from
the employee data node.
While this arrangement does limit the exposure of devices on the network to the internet,
the ability of the meta-service to independently verify the identity of each device seeking advertisement
or subscription permission is lost. This independent verification is replaced with an implicit trust
between the meta-service and the mobile client manager, which can be dangerous considering the
mobile client manager serves as a gateway between all internet-connected devices and the private
device network.
Although encryption is employed at every level of the publish-and-subscribe architecture, indirect
monitoring of patient information is a real concern. An attacker that is able to gain access to monitor
communications within the private device network segment would have access to, at a minimum,
knowledge of exactly which devices were communicating with each other and at what intervals.
In some cases this may be enough information to lead to a disclosure of patient information.
For example, using our use case from Figure 3 an attacker monitoring network traffic would likely be
able to tell that a patient in some specific room had one device communicating directly with another
at a set interval. Using the MAC addresses of the devices may enable the attacker to determine
manufacturers and, in some cases, specific device types.
Denial of service attacks are also an issue in the publish-and-subscribe architecture.
The decentralized nature of intra-node communications in this architecture combined with the limited
access allowed to the health device network segment make it unlikely that someone could successfully
execute a denial of service attack that resulted in a total shutdown of the CPS. However, successfully
denying service to a specific device, or all devices of a single patient is extremely likely to succeed.
Each device in the publish-and-subscribe architecture is required to run a listening daemon that
monitors for announcements, publications, subscriptions and other messages. As many of these
devices are designed to minimize their physical footprint to increase portability and patient comfort
they often have a limited processing capability and may be ill-equipped to cope with a large number
of simultaneous connections. CPS healthcare devices are likely to be provided by a number of different
manufacturers, each with their own software development methods, which also increases the likelihood
that at least some subset of devices are vulnerable to DDOS attacks. Limiting which devices have
access to utilize the healthcare network can help to limit this vulnerability, but the implementation of
this protection is up to the network administrators of each individual facility.
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5.2. Blackboard Architecture
Many of the issues encountered with the publish-and-subscribe architecture were non-issues in
the blackboard architecture due to its underlying structure. Much like the meta-service, the controller’s
RBAC mechanism is also unable to verify that a given device knowledge source is able to contribute
information about a specific patient. However, this is of no concern in the architecture as each
knowledge source is only required to contribute its individual knowledge. For example, in the
blackboard architecture when the smart pump requires SpO2 readings from another medical device
it simply registers this desire with the blackboard manager, which updates its ruleset to include that
information. The smart pump knowledge source doesn’t need specify a specific patient as a part of this
registration as patient assignments are contributed to the blackboard by the medical device knowledge
source. This architectural feature enables the RBAC mechanism to limit any one device to only being
able to acquire information about the specific patients, clinicians, and drugs that the device is currently
authorized to work with.
Additionally, revocation of rights within the blackboard architecture is a nonissue. If a change is
made to the medical device database disassociating a patient from a medical device, the knowledge
source monitoring the database will contribute this knowledge to the blackboard server. A rule in
the blackboard manager’s ruleset will activate the appropriate medical device knowledge source and
notify it of the change. If it is assumed that the knowledge source is controlled by an attacker and they
attempt to continue to contribute information, the communications will be allowed by the controller’s
RBAC mechanism. However, as the device’s assignment change is already known to the blackboard
database, the blackboard manager’s ruleset will prevent these new contributions from being assigned
to a patient.
As the controller already serves as a gateway between an assumedly untrustworthy device
network and contributions to the blackboard database it can also be used to authenticate handheld
mobile devices. This allows individual physician’s devices to be authenticated as any medical device
would. The controller’s key exchange identification and encryption mechanism would require an
attacker to not only know a physician’s username and password to access the system, but they would
also have to obtain access to the physician’s handheld mobile device.
Like in the publish-and-subscribe architecture, indirect monitoring of encrypted communications
is a concern for disclosure of patient information in the blackboard architecture. However, as all
communications are relayed through the controller rather than directly from device to device it is
much more difficult for an attacker to identify exactly which devices are interrelated. This provides
some level of protection even if a device manufacturer is unable to implement some sort of protection
such as time delayed communications.
The largest security issue in the blackboard architecture is possibly its exposure to a denial of
service attack. Although devices do not have to run a listening daemon in the blackboard architecture,
all device knowledge source activations and knowledge contributions are sent through the controller.
If an attacker was able to deny access to the controller it would disrupt the entire CPS. However, to
handle the large volume of device communications, the controller will already consist of a highly
available computer cluster. As a result, it is unlikely that an attacker could add or compromise
enough health devices on the private network to deny services. In order to enable outside access
to clinician’s handheld mobile devices there will have to be an internet-accessible interface to the
controller, which opens up a much more serious attack front. One solution to this is to utilize a different
set of physical servers to process controller communications from the internet and use a shared ruleset
between the two controller components. This would enable the internal controller component to keep
functioning for healthcare devices even if a denial of service attack manages to block controller access
for physician’s devices.
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5.3. Discussion
Due to the common domain of our two candidate architectures, many attacks were of a similar
nature between the two. These attacks often only had minor differences in how they execution would
take place, but had similar targets or exploitations. While many of the attacks were found to have
medium or lower levels of risk in both architectures, there were some security differences noted
among them.
First among these was a set of attacks that would normally require disassembly of a medical
device in order to get access to some assets. These assets might include a set of encryption keys,
a device identifier, a list of subscriptions or advertisements or some piece of information related to a
patient, clinician or medication. Each of these attacks was determined to also be exploitable over the
network in the publish-and-subscribe architecture due to the listening daemon that runs on each device.
The increased attack vector raised the DREAD exploitability ranking by one level in many cases.
A much smaller set of exploits had a slightly higher ranking in the damage category of the
DREAD analysis of the blackboard architecture. These exploits were primarily aimed at corrupting or
altering the event log of the architecture. Logging in the blackboard architecture is a natural part of the
blackboard database, which is central to the functioning of the CPS and will contain an abundance of
additional health related information, whereas in the publish-and-subscribe architecture, the logging
data node and database server have no additional purposes within the CPS.
Attacks that had an important or higher rating were more common in the publish-and-subscribe
architecture and primarily occurred in the spoofing and tampering domains of the STRIDE analysis.
The addition of the trusted third-party meta-service component through which information exchanges
can be brokered does a lot to augment the abilities of the architecture, but ultimately does not produce
a completely viable solution. Some issues, such as meta-service device to patient verifications, may be
able to be overcome through the use of additional communication layers. However, these ultimately
contort the nature of the architecture. Additionally, the inability of the architecture to provide a
high-level mechanism to enforce cancellation of publication rights is impossible to overcome without
a complete architectural redesign. These two issues were the root cause of many of the additional
security concerns.
The blackboard architecture appeared to have no major architectural issues that prevented
implementation of a facility wide healthcare CPS. Issues that were found to have an important
or higher rating were limited to the possibility of information disclosure through indirect observation
of encrypted communications and a denial of service attack against the control component of the
architecture. While each of these is certainly a concern, they are both, in some ways, less of a concern
than similar attacks in the publish-and-subscribe architecture. For these reasons, the blackboard
architecture appeared to be the more appropriate choice for implementation within a healthcare CPS.
A breakdown of the number of important or higher security concerns for each candidate architecture
and their STRIDE classification category can be seen in Table 4.
Table 4. STRIDE Threat Model Analysis.

Spoofing
Tampering
Repudiation
Information Disclosure
Denial of Service
Elevation of Privilege

Publish and Subscribe

Blackboard

3
3
0
1
2
0

0
0
0
1
1
0

Analysis of the blackboard architecture augmented with the secure pattern shows that it still meets
the initial list of architectural requirements as well. The control component is specifically designed
to work with a diverse set of components from multiple manufacturers while utilizing RBAC to
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minimize configuration requirements. A heterogeneous collection of devices may still utilize a standard
communications mechanism for relaying information to the central control component. However,
encryption and authentication mechanisms are in place to protect the system from unauthorized
contributions. The reactive nature of the control component’s ruleset in the standard blackboard
architecture is preserved in the capabilities of the blackboard manager component. Its fact-based
ruleset allows the system to change calculation priorities and knowledge source activations based on
the currently available information set. Lastly, both the control component and the blackboard manager
have the ability to divide responsibilities across a number of sub-systems as the size of the facility and
number of knowledge sources increase. The security augmentations offered by the secure blackboard
pattern do little to void any advantages offered in the initial analysis of the blackboard architecture.
5.4. Future Work
This work by no means is complete. Therefore, it can be extended to an architectural analysis
utilizing additional types of medical devices. Implanted medical devices such as pacemakers and
artificial pancreases and complex medical equipment such as CT scanners and surgical robotics each
may require a different set of actors and interactions with a CPS. Ensuring that the architecture is able
to work with a wide variety of equipment types while maintaining the security of patient information
is crucial to the eventual implementation of such a system.
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